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PATIENT VIDEO MONITORING O
g /2= 13 374"
IT IS IMPORTANT TO VISUALLY MONITOR THE PATIENT DURING AN MR EXAM, IF OPERATING PERSONNEL CANNOT VISUALLY OBSERVE THE PATIENT -
THROUGH AN RF ROOM WINDOW VIDEO CAMERAS ARE OPTIONALLY AVAILABLE FROM SIEMENS. THE CAMERA INSIDE THE EXAM ROOM WILL HAVE TO BE THE SIEMENS FILTER PANEL WHEN THE SIEMENS FILTER PANEL IS
INSTALLED ON THE FINISHED WALL, THE CAMERA WALL BRACKET IS PART OF THE DELIVERY, MOUNTING SCREWS AND DOWELS SHOULD BE PROVIDED MUST BE INSTALLED SO THAT INSTALLED VERTICALLY THERE MUST BE
LOCALLY. THE CHART BELOW SHOWS SUGGESTED MOUNTING HEIGHTS RELATED TO THE WALL DISTANCE FROM THE MAGNET COVER. IT IS ACCESSIBLE FOR SERVICE. SZEIEEE ggﬁﬁ%cﬁoggEAI‘TIIJGHHTEEF'DEXIEEEST F
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SCALE:
= ELECTRONICS CABINET AND RF FILTER PLATE FRONT VIEW /2" =1'=0" D:
o ks
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DISTANCE BETWEEN MAGNET COVER AND WALL (FEET) O
REV O SURFACE COIL SIZES
, POUND INCHES B RF SHIELD U_
; PATIENT SUPERVISION CAMERA R B e e o : O A e e
BODY COIL 18 4 15 1/8 | 23 1/4 3 = = , 4 - . / ’ | -
HEAD/NECK COIL 20 11 17 3/8 13 14 5/8 “ 3
SPINE COIL 32 24 47 1/4 | 19 1/4 3 Iﬁ H i
FLEX COIL LARGE 4 1.2 20 3/8 8 7/8 - & RF SHIELD
FLEX COIL SMALL 4 1 14 3/8 | 6 7/8 - T"— _
PERIPHERAL ANGIO 36 18 33 7/8 26 11 SIEMENS RF e — [— = i
HAND,/WRIST COIL 16 6 13 1/8 8 1/2 4.1/2 ALLER FLATE 1 rd SIEMENS RF ]:
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ATTENTION:

—THIS DRAWING IS DESIGNED TO CONFORM TO FEATURES AND EQUIPMENT REQUIREMENTS PRESENTED

SINCE BOTH THESE FACTORS ARE SUBJECT TO DESIGN
MODIFICATION, THEY ARE NOT TO BE USED FOR CONSTRUCTION PURPOSES.

—=THIS SET OF PLANS REPRESENTS A COMPLETE SET OF DETAILS AND SHOULD MOT BE SEPARATED.

AT THE TIME OF THEIR PREPARATION.

=IT IS RECOMMENDED THAT THE SIEMENS DRAWINGS BE INCORPORATED WITH THE CONSTRUCTION
DOCUMENTS FOR REFERENCE,
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EQUIPMENT. THE CUSTOMER IS RESPONSIELE FOR CONSULTING WITH A REGISTERED RADIATION
PHYSICIST TO SPECIFY RADIATION PROTECTION.
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